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SILENTIA SCREEN SYSTEM  

Before you raise a bed that is close to the screen, 

make sure that no part of the bed projects beneath 

the screen. The powerful lifting action of the bed can 

damage the screen, its accessories and/or its 

mountings. As a result, the screen could fall over and 

cause injury to patients or staff. 
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