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URGENT FIELD SAFETY NOTICE 

Disposahle devices for Hyperthermie Perfusion treatments: 
• HIPP(F) 
• All Hang&Go models 

FSCA- RanD ref. IROl/17 
Additional advice on the use of the device 

Date: 13 April 2017 

Details on affected devices: 

Ref. code Device description Affected LOT numbers 
R9900088 Hang&Go HT Basic F160257 

F170024 
F170053 

R9900067 Hang&GoHT F160258 
Fl70030 
F170039 
F170042 
F170067 

R9900119 Hang&Go Basic HV F170054 
R9900120 Hang&GO kit F170029 
R9900033 HIPP(F) F160243 

Description of the prob lern: 
RanD has become aware of an issue with regard to the above mentioned devices. 
Specifically, one ofthe two lines ofthe table pack set included in each ofthe above mentioned 
codes has a female quick connector and a white protection cap inside the connector, as in picture 
below: 
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lt has come to our attention that sometimes this cap is a little loose and it might unintentionally fall 
off. Handling the table pack lines too close to the surgical wound (which is not an optimal practice) 
might result in the remote event of the cap falling into the body cavity. A potential risk is associated 
to this event, but the probability that this happens is very unlikely. However, if the product is 
correctly handled, there is no potential risk to Patient's safety. So far, we received one report of 
caps disconnection but we never received reports conceming the caps falling into the patient 
laparotomy. 

Advise on action to be taken by the user: 
The product can be safely used by following the precautions below: 

1. Unpack and unroll the table pack lines at an appropriate distance from the Patient cavity. 
2. Remave the cap from the female connector and proceed as usual. 

Transmission of this Field Safety Notice: 
This notice needs to be passed on all those who need to be aware within your organisation or to any 
Organisation where the potentially affected devices have been transferred. 

Piease maintain awareness on this notice and resulting action for an appropriate period to ensure 
effectiveness of the corrective action. 

Contact reference person: 
If you have any questions or concems regarding this notification, please contact directly RanD or 
your local Service Representative. A contact list is attached hereto. 

The undersigned confirms that this notice has been notified to the appropriate Regulatory Agency. 
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CONT ACT LIST 

lta ly and countries not listed below: 

RanD S.r.l. - Medo lla (MO) IT AL Y 
Contatti: Mirco Borra, Sales and AfterSales Manager Tel. 335 7261586 

M. Cristina Vaccari, Quality Assurance Tel +39 0535 49283 
email: mirco.borra@rand-biotech.com; cristina.vaccari@rand-biotech.com 

Austria 
LIMBECK, Medizinische Speziala1tikel -Wien 
Tel.+43 I (0) I I 767 55 21 - 52 
Contact: Thomas Traid 
email: thomas.traid@limbeck.com 

Belgium I Hollande 
QP&S nvlsa- Kampenhout 
T +32 (0)16 60 10 80 
Contact: Tom De Winter 
email: tom@qps-nv.be 

Denmark 
INNOMED, Brabrand 
Tel.: 70 234 224 
Contact: Jens Kieldgaard 
email: j.kjeldgaard@innomed.dk 

F ra nce 
Clerad- CLERMONT-FERRAND 
Contact: Aurore Sauvadet 
Tel: +33 (0)4 73 74 62 40 
Email: clerad@clerad.fr 

Germ any 
MedSono GmbH - Berlin 
Contact: Ulrich Hölscher 
Tel. : +49. (0). 175 220 86 06 
email : medsono@t-online.de 

AE Medical - Hohenahr 
Contact: Andreas Elett 
Tel. +49 176 6 1 92 26 04 
email: a.elett@ae-medical.de 

Greece 
CONNEKTA HELLAS SA- Kalamaria,Thessaloniki 
Contact: Stratos Hatziefi·emidis 
Tel. +3 0 23 10450485 
email : konn25@otenet.gr 

Italia: 
Piease contact RAND - Medolla 

Non vay 
Medtech (Hvalstad) 
Contact: Kim Holter 
Tel. 9091 5560 
email: kimeh@online.no 

Ruma nia 
SC ELECTROAP ARA T AJ INDUSTRlAL SRL -
Ramnicu Valcea 
Contact: Sebastian Chiritescu 
Tel. 0721461470 
email: chiritescusebastian@gmail.com 

Spain 
Merce V. Electromedicina S.L. - Valencia 
Contact: Javier Campradon 
Tel: 963516642 
Email: jcamprodon.orue@gmail.com 

Sweden 
Jointech Medical AB - Kalmar 
Contact: Per-Arne Hiliström 
Email: p-ah@jointechmedical.se 
Phone: +46 480 243 50 

Switzerland 
Piease contact RAND Italy 

UK 
Piease contact RAND ltaly 
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RECEIPT INFORMATION 

Piease fill in this formandreturn it to: 

RanD S.r.l. 
Via Statale 12; 62 
41036 Medolla (MO) 
Italy 
mailto: cristina.vaccari@rand-biotech.com 
Fax: +39 0535 660636 

as prove of good reception ofthe field safety notice (IROI/1 7). 

Form completed and returned from: 

Name of the institution/hospital : 

Name ofthe contact person: 

Function: 

Signature: 
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