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Redeftning Bleeding Control 

Urgent lmportant Customer Information 
(Piease Read lmmediately!) 

March 11 , 2016 

Subject: Information about inconsistent heparin neutralization in the EXTEM C 
and the FIBTEM C tests in the ROTEM® sigma complete + hep cartridge (Art. No. 
555502) and EXTEM C, FIBTEM C and APTEM C in the ROTEM® sigma complete 
cartridge (Art. No. 555501) and recall of all ROTEM® sigma complete cartridges 
(Art. No. 555501) 

Dear Customer, 

we must inform you that the current lots of cartridges ROTEM® sigma complete (Art. No. 555501) and 
cartridges ROTEM® sigma complete + hep (Art. No. 555502) do not Ionger consistently fulfi ll the 
requirement of neutralizing heparin up to 3 lU UFH /m l whole blood as indicated in the package insert. 
Whole blood samples containing heparin will show unexpected increased CT-values and decreased 
amplitudes in the tests EXTEM C, APTEM C and FIBTEM C. 

Following lots are affected: 

Art. No. 555501: Iot KS150602 (exp. date: 31.03.2016) 
Iot KS150701 (exp. date: 30.04.2016) 
Iot KS150801 (exp. date: 31.05.2016) 
Iot KS151003 (exp. date: 31.07.2016) 

Art. No. 555502: Iot KS150603 (exp. date: 31.03.2016) 
Iot KS 150703 ( exp. date: 30.04.2016) 
Iot KS150802 (exp. date: 31.05.2016) 
Iot KS151201 (exp. date: 30.09.2016) 

as wei l as all fu ture ROTEM® sigma complete + hep cartridge (Art. No. 555502) lots until Tem informs that 
heparin neutralization has been improved consistently. 

Piease stop the use of cartridges ROTEM® sigma complete (Art. No. 555501) and contact us for 
replacement free of charge by indicating the quantity to be replaced in your response to the 
attached confirmation Ietter! The lots of cartridges ROTEM® sigma complete (Art. No. 555501) 
should be sent back to Tem or discarded according to your institution 's procedures for reagent 
disposal. 

ROTEM® sigma complete + hep cartridges can still be use in patients without therapeutic 
anticoagulation with unfractionated heparin (UFH) and if the comparison of HEPTEM C with INTEM 
C and EXTEM C results don't show any significant heparin effects (see attached algorithm). 
Piease make this algorithm visible at any place where ROTEM® sigma analyses are performed or 
displayed. 
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tenn® __________________ _ 

Piease fill out the CONFIRMATION OF COMPLIANCE Ietter enclosed and send the signed Ietter back by 
e-mail not later than March 241

h, 2016 to : 

hans-quenther.tietz@tem-innovations.de or +49 89 45 42 95 22. 

For questions or remarks, please contact our customer service team at: 
+49 89 45 42 95 45 or support@tem-international.de 
The ROTEM· support team 

We kindly ask to excuse this inconvenience. 

TEM Innovations GmbH 



tern® __________________ _ 

CONFIRMATION OF COMPLIANCE 
URGENT IMPORTANT CUSTOMER INFORMATION 

Dated on 2016-03-11 

Information about inconsistent heparin neutralization in the EXTEM C and the 
FIBTEM C tests in the ROTEM® sigma complete + hep cartridge (Art. No. 555502) 
and EXTEM C, FIBTEM C and APTEM C in the ROTEM® sigma complete cartridge 
(Art. No. 555501) and recall of all ROTEM® sigma complete cartridge (Art. No. 
555501) 

Hereby we confirm that we have sent backtoTem or discarded our remaining inventory 
of the lots ROTEM® sigma complete (Art. No. 555501) according to the Urgent 
lmportant Customer Information (2016-03-11) and noticed the instructions for use for the 
ROTEM® sigma complete + hep (Art. No. 555502). 

Wehave informed all users, who have received these lots. 

Date: 

Number of boxes sent back or discarded: ___ _ 

Name: 

Position: 

Company: 

Signature: 

Piease send this completed document as soon as possible to: 

hans-guenther.tietz@tem-innovations.de or fax to +49 89 45 42 95 22. 



-----tenn®----------------------Redefining Bleeding Control 

Tem International GmbH • Martin-Kollar-Strasse 13-15 • 81829 Munich/Germany 

March 11 , 2016 

Dear Sir, dear Madame, 

ln order to help our customers with the interpretation of the ROTEM® sigma complete + hep 
cartridge and the change in heparin neutralization, we have created a workflow: 

Diagnostic algorithm to detect heparin effects in the ROTEM® sigma complete + hep 
cartridge (heparin-sensitive) 

Appl icable for the ROTEM® sigma complete + hep lots KS150603 (exp. date: 31 .03.2016), 
KS150703 (exp. date: 30.04.2016), KS150802 (exp. date: 31 .05.2016), KS151 201 (exp. date: 
30.09.2016) and all future lots until Tem informs that heparin neutralization has been 
improved consistently. 

Known therapeutic YES 
Anticoagulatron with UfH Don't use ROTEM® sigma 
(in particular durlng CPB) 

Nol 
YES Normal Interpretation 

INTEM C CT < 180 s 
of ROTEM® sigma result s 

No! 
HEPTEM C CT YES Normal Interpretat ion 
INTEM C CT 

> o_s 
of ROTEM® sigma result s 

No! 
EXTEM C AS (AIO} YES Norrnali ünterpretation of EXTEM C 

HEPTEM C AS (AIO) > 0·9 and FIBTEM C AS (AI O} but EXTEM 
C CT mlght be prolonged 

No! 
EXTEM C and FIBTEM C YES 

variables cannot be used Use HEP'iEM C. variables only 
for decision- maktng 

For questions or remarks, please contact our customer service team at: 
+49 89 45 42 95 45 or support@tem-internationa l.de 
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