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Affected products: 
The error affects the axial length measurement function of specific devices of the products 
Pentacam® AXL (Type 70100) and Pentacam® AXL Wave (Type 70020). The serial numbers of 
potentially affected devices are listed in Appendix B. 
 
All other functions and measurements of these devices are not affected and can still be used 
according to the instructions for use! 
 
Measures to be taken by you to avoid patient harm: 

• Immediately stop using the affected devices for axial length measurement (mark the 
affected devices with a note) or take them out of service immediately. 
Devices not listed in Appendix B are not affected by this corrective action and can 
continue to be used according to the instructions for use. 
 

• Please fill out the attached form (Appendix A) and return it to OCULUS as soon as 
possible, but no later than 30 days after receipt. 
By completing this form, you acknowledge receipt of the Urgent Field Safety Notice and 
that you understand the issue and the actions required. 
 

• Pass this urgent safety information on to all users of the affected products and other 
people who need to be informed so that they are aware of the problem. Please file this 
letter directly with your device and make sure that it is and remains visible to all users at 
the storage location. 
It is important that the meaning of this notification is understood. 

 
If you have given the products to a third party, please forward a copy of this information 
immediately and please inform us accordingly. 
 
Please keep this urgent safety information at least until the action has been completed. 
 
Actions planned by OCULUS to resolve the issue: 
OCULUS will replace or repair the affected devices. An OCULUS representative will contact you 
shortly and coordinate the further procedure with you (such as exchange, repair, supply of loan 
devices, etc.). 
 
This corrective action has already been reported to the relevant authorities. The National 
Competent Authority has received a copy of this "URGENT Field Safety Information". 
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More information and support: 
If you require further information or support in connection with this corrective action, please get 
in touch with your personal OCULUS contact person, OCULUS Service at +49 641 2005-800 or 
write an e-mail to fsca@oculus.de 
 
We would like to sincerely apologize to you for any inconvenience caused by this action. 
 
Best regards 
 
OCULUS Optikgeräte GmbH 
 

Head of Product Safety & Risk Management 
Quality & Regulatory Affairs 
 
OCULUS Optikgeräte GmbH 
Münchholzhäuser Straße 29 
35582 Wetzlar 
GERMANY 
 

Tel. +49 641 2005-0 
Fax +49 641 2005-455 
fsca@oculus.de 

 

 
 
Attachment 
A – Customer reply form 
B – List of serial numbers of affected devices in your region 




