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Actions to be taken:  

• Quarantine all unused product from the affected lots of McGRATH™ MAC 2 disposable laryngoscope 
blades. See attachment A for guidance on identifying potentially affected devices. 

• Return all unused product from the affected lots in your inventory to Medtronic as described on the Customer 
Confirmation Form.  

• Please complete and return the enclosed Customer Acknowledgement Form even if you do not have 
unused inventory. 

• Pass on this notice to all those who need to be aware within your organization or to any organization where 
the potentially affected product from the specified lots has been transferred or distributed.  

 
Additional Information: 
 
Medtronic has notified the Competent Authority of your country of this action. 
 
We are committed to patient safety and appreciate your prompt attention to this matter. We regret any inconvenience 
this may cause.  If you have any questions regarding this communication, please contact your Medtronic 
Representative 
 
Sincerely, 
Medtronic GmbH 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
Enclosures:  

Attachment A: Identifying Affected Devices 

Customer Acknowledgement Form 

  




